MISSOUR! DEPARTMENT OF HEALTH BREATH A COHDL PROGRAY

STATE PUBLIC HEALTH LABORATORY S o e
DATAMASTEH MAINTENANCE REPORT : '---J[stw‘ A

F)omplete this rapori in duplicate at the time of the regular monthly preventive mam!enance Checb nd w‘herever :nsirumﬁent
is repaired. Send copy to Bepartment of Health; retain original in depariment file. Hoo b AL

SIAVIARR: Gury 3dc ;4{ %W’y "JGATE OF INSPEGTION

DAYAMASTER SN 2040 gG /L IQ‘( - !27‘201 05 30— oq

LOCATION OF INSTRUMENT {STREET AND GITY) TIME OF INSPECTION

OLA o 8 Hwr/0, cvood }/élé«‘/)’?, mo., ' 2154

CHECKLIST: Place a check {v’) to the Ieft of each item i found to be satisfactory or it operalmg within established hmtts {Write
in observed values where determined. } Unchecked Hems must be corrected before using instrument,

[_T’I/mAGNoan CHECK (PRINTOUT ATTACHED)

EVCOMPUTER‘,_ L P [ bETECTOR

(M ProGRAM  [HiTERs

[ heaters sampLe ciameer AT oo [ QUARTZ STANDARD
[} FLow DETECTOR  [caLBRATION

7 PUMP HIGH SPEED  YPRINTER

(¥ INDICATOR LIGHTS

OFTIME AND DATE

[ SIMULATOR TEMPERATURE @icctoeecy Y [ °C

[Z/CALJBRATiON CHECK -
Run three lests using a standard solution. AH three tests must be within + 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solution being used. {PRINTOUT ATTACHED) {USE
RECIRCULATION PUMP)
B/O 100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[} 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ 09, TEST2 096 lTEST3 L4 TOC?(O

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

[E(NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 ,(o-,04) O (.05-.09) 9, {.10-.14) ]( 15-.19) ) ’(Over 19) D
List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily
and within established limils {use other side if necessary) ' T

MEETS  Noples RERAR L gas ry.

CUTH._LABOMTARIES  IAlC,, 1o Sorumon, LoT $OB2NO, Roy¥(o22, mEe. Tufes, &b, fu/m.

iNSPECTING OFFICER
PRINT NAME

> CAL . ‘)K%//z_ CALNEWW K, Joptlsons ¥ 12

TYPE H PERMIT NUMBER/EXPIRATION 6ATE 75 HON UMBER
Doz /0169 Rl &2 2-ogoo

MO £80-1468 (9-04} AN EQUAL OPPORTUHIIWA?‘FIRMA‘IIVEAGTIDH EMPLOYER
services provided on a nondiscriminatory basis

Lab-116
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

NEILJOHNSON

000 NOMTH B STREEYT HARRISBLRG, PA 17111, 514 ® TELEPHORE: F7.50 5670

® .o :
mvaHWW GUTH LLABORATORIES, INC.

CERTIFICATE OF ANALYSIS I3 heraby suthorized to Instruct and supervise oparaters, traln instructors, Inspect,
. calibrate, perferm fleld repairs, and operate the followlng breath analyzor(s):

X AMASTER
Certified Alcohol Refercnce Selution for Simulator DAT, =

for the determination of the aleoholle contant of biood from a sample of expired (aiveolar)

’ . . air, Issued under the provisions of sectlons 577.020 through 577.041, RSMo 1886,
Rzpdom Samples of Lot Number 08240 of |

Alechol Reference Solution for Simulater were analyzed by L

10716407 PR s - o A

Diroctor of State Public Hoalm Labotsry .
gas chromstography and found to coatain 0.1221 percent

(w/vol) etbyl alcohol. The expiration date for this lot o OA16/2009 _ :
numbér s July 14,2009 at 11559 PM. : . A ‘ .

Directar, Dopartmant of Health

N 200-0TT [7-88) Lab. 4 (A7)

When used in a ealibrated. mﬁuﬁﬂor operating at
34°C /- .2°C, this solution will give 2 breath alcohol
analysis instrument reading of 0.10 percent BAC.

The aleohol and water ‘ﬂr.& in this solution were -

free of test interfering substances.

Ted L. Pauley, Presideft \ .
GUTH LABORATORIES, INC. .




